pandable metallic stent (SEMS) was identified. Despite remaining properly positioned inside the stenosis ( Fig. 2 a) , the lumen of the proximal part of the SEMS was partially occluded by tumor ingrowth ( Fig. 2 b) . The enteroscope was advanced into the SEMS through the stenosis, and a 0.035-inch guidewire was then advanced into the first SEMS ( Fig. 2 c) . The overtube (ST-SB1; Olympus)
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We describe the case of a 75-year-old man previously submitted to palliative stenting of an occlusive jejunal stenosis secondary to malignant compression from a peritoneal implant of a metastatic cholangiocarcinoma ( Fig. 1 ) [1] . After remaining asymptomatic for 5 months after stenting, the patient was admitted with a 4-day history of persistent vomiting and abdominal pain. Single-balloon enteroscopy (SIF-Q180; Olympus, Tokyo, Japan) was performed for diagnostic evaluation and further therapeutic management, revealing gastric and duodenal stasis. The enteroscope was advanced to the proximal jejunum where the previously placed noncovered self-ex- ( Fig. 2 d) and subsequently deployed inside the first SEMS under fluoroscopic guidance ( Fig. 3 a-d) , while the overtube was slightly pulled back (the same technique used in the deployment of the first SEMS). The palliative stent-in-stent resulted in immediate resolution of the occlusive symptoms and resumption of oral diet with tolerance.
Placement of SEMS using deep enteroscopy is technically challenging because enteral stents have a delivery system which is larger and shorter than the working channel of the enteroscope, thus preventing the use of the through-the-scope technique, which is the preferred approach in strictures located distant from the insertion route [2] [3] [4] [5] . To overcome these limitations, the adaptation of an overtube to the OTW technique may prevent kinking of the delivery system, as the overtube will have a similar role to a working channel [2] . This modified OTW technique allows the placement of SEMS in the small bowel using deep enteroscopy [1] .
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